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BeneHold™ CHG IV Dressing consists of a transparent film and a thin layer of acrylic  
adhesive which contains chlorhexidine gluconate (CHG). The product was tested in vitro  
to evaluate its performance relative to antimicrobial efficacy and securement. Additional in 
vitro testing was conducted to evaluate the fluid handling capacity, barrier function and 
safety profile of the dressing. 

Antimicrobial Efficacy The antimicrobial performance of BeneHold™ CHG IV Dressing was 
tested via a set of in vitro tests. A minimum 4-log reduction was obtained against a variety of 
gram-negative and gram-positive bacteria for a period of seven days via an in vitro log reduction 
test.1 A minimum 4-log reduction was obtained against yeast at initial time point through the 
seven-day testing period.1

Moisture Management  Laboratory tests demonstrated that BeneHold™ CHG IV Dressing  
has a high fluid handling capacity, comparable to that of a 0.6 mm-thick commercial hydrocolloid.1 
BeneHold™ CHG IV Dressing looks like a typical transparent film dressing, but has the added 
capability of fluid absorption.

Safety Profile  BeneHold™ CHG IV Dressing was found to be non-cytotoxic following an 
agarose overlay test method, while 3M®’s Tegaderm® CHG I.V. Securement Dressing (“Tegaderm® 
CHG”) and Ethicon®’s BioPatch® Protective Disk with CHG (“BioPatch®”) generated cytotoxicity 
(grade 3) under the same test conditions.1

Abstract
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Product Summary
The BeneHold™ CHG IV Dressing is intended to be used to cover and protect catheter sites and secure 
devices to the skin. The dressing consists of a transparent film and a thin layer of acrylic adhesive 
containing CHG. CHG is a well-known antiseptic agent with broad antimicrobial and antifungal 
activity. The dressing is flexible, providing comfort during wear. The CHG contained within the 
adhesive preserves the dressing from microbial growth and the film acts as a selective filter. The 
dressing acts as a barrier to external liquids, bacteria and viruses,* yet has absorptive properties and  
is breathable. 

This allows gases such as vapor and oxygen to be easily exchanged. 

Note: *In vitro testing shows that the transparent film of the BeneHold™  
CHG IV Dressing provides a barrier to viruses 27 nm in diameter or larger if  
the dressing remains intact. These results have not been studied with regard  
to prevention of viral infection. No clinical study has been conducted regarding  
the ability of the dressing to prevent viral infections.
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BeneHold™ CHG adhesive technology 
has sustained antimicrobial activity 
against skin flora up to 7 days.4 

 

The post-op dressing technology
absorbs moisture and fluids and 
acts as a water-resistant bacterial
and viral barrier* within a thin,
conformable design.

The transparent post-op
dressing allows for visual
monitoring of the site’s
condition.

4

Indications For Use
BeneHold™ CHG IV Dressing is intended to be used to cover and protect catheter sites and to 
secure devices to the skin. Common applications include covering and securing IV catheters, other 
intravascular catheters and percutaneous devices. 

Mechanism of Action
BeneHold™ CHG IV Dressing’s adhesive is acrylic based, as are most traditional IV dressings, but adds 
two important functionalities to the dressing. The dressing allows the wicking away of fluids from the 
insertion site (Figure I). 

The dressing can also absorb blood, perspiration and exudates. As the moisture vapor transmission 
rate of the dressing is higher than the absorption rate at any point in time, the dressing remains 
transparent and comfortably secured on the site for up to seven days. The dressing is not designed for 
absorption of large quantities of blood or exudates.

In vitro testing (kill time and log reduction) of BeneHold™ CHG IV Dressing has demonstrated that 
the dressing has an antimicrobial effect against a variety of gram-positive bacteria, gram-negative 
bacteria and yeast. CHG molecules are positively charged. In accordance with the principle that 
opposite charges attract, CHG strongly binds to negatively charged bacterial cell walls. This damages 
the bacterial surface structure leading to an osmotic imbalance with consequent precipitation of 
cytoplasm, causing cell death.2

Dressing technology wicks 
away moisture and other fluids 
and acts as a water-resistant 
and bacterial barrier*

*In vitro testing shows that the transparent film of the BeneHold™ CHG IV Dressing provides a barrier to viruses 27 nm in diameter or larger if the 
dressing remains intact. These results have not been studied with regard to the prevention of viral infection. No clinical study has been conducted 
regarding the ability of the dressing to prevent viral infections.

IV site dressing 
transparency allows 
visual monitoring of 
site condition

BeneHold™ adhesive technology formulated with 
CHG has sustained antimicrobial activity against 
skin flora for up to seven days3
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FIGURE I  

ILLUSTRATION OF THE MECHANISM OF ACTION IN BENEHOLD™ CHG
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Antimicrobial Efficacy: Kill Time Study1 
Introduction  A laboratory study was performed to determine the in vitro antimicrobial efficacy 
of BeneHold™ CHG IV Dressing against ten microorganisms commonly associated with nosocomial 
bloodstream infections. The test involves incubating the dressing while in contact with a known 
innoculum for a defined period of time, then counting the number of surviving microorganisms 
in relation to the population remaining on a non-antimicrobial placebo dressing. The product’s 
antimicrobial efficacy is expressed as the logarithmic reduction in survivors compared to the placebo. 

Test Methods  Testing was conducted according to a modified version of the ISO22196 and JIS Z 
2801-2010 standards for in vitro antimicrobial efficacy. BeneHold™ CHG IV Dressing was exposed 
to 10 representative microorganisms. For all samples, a minimum of 1x 106 (6-log) microbes were 
inoculated. After incubation the microorganisms were recovered from the test article in a neutralizing 
solution. The number of microorganisms recovered was determined and the reduction in the 
population was calculated using the placebo population as reference. The test was performed after 
one-, three-, five- and seven-days’ challenge time. Tegaderm® CHG (Ref. 1657) was also tested as a 
positive control. In order to be considered antimicrobial, a minimum 4-log reduction in microbial count 
must be observed against bacteria and yeast. 

Results  Table I lists the microorganisms tested. The results of the average log reduction per 
microorganism after one, three, five and seven days are found in Figure II. According to the > 4-log 
reduction criteria, BeneHold™ CHG IV Dressing was found to be effective throughout the seven days. 
Figure III shows the results of the average log reduction for BeneHold™ CHG IV Dressing against 
Carbapenem-Resistant Enterobacteriaceae (CRE). A greater than 5-log reduction was achieved  
after one, three, five and seven days. Tegaderm® CHG demonstrated a > 5-log reduction against all  
of the bacteria tested after one, three, five and seven days. Tegaderm®  CHG’s log reduction against  
C. albicans was 3.9-log after one day and 4-log after three, five and seven days.

Conclusion  BeneHold™ CHG IV Dressing was found to meet the criteria for in vitro antimicrobial 
efficacy, achieving at least a 99.99 percent (4-log) reduction on all bacteria and yeast‡ tested 
throughout the one- to seven-day test period.

‡4-log reduction on yeast at initial time point
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Supporting Data: Wisplinghoff, H., Bischoff, T, Tallent, S, Seifert, H. et al. Nosocomial bloodstream infections in US hospitals: analysis of 24,179 cases from a prospective nationwide 
surveillance study. Clin Infect Dis, August 2004, 39(3):309-317. 

All gram-positive and gram-negative bacteria tested showed a constant and robust antimicrobial 
efficacy from day one to day seven (Figure II.a, Figure II.b). 

Figures II.a, II.b and II.c: Antimicrobial efficacy (log reduction) of BeneHold™ CHG IV Dressing after 
one day, three days, five days and seven days. Results based on the average of three batches. Test 
performed by an independent laboratory. 

Figure II.a. Gram-positive bacteria

Figure II.b. Gram-negative bacteria

Figure II.c. C. albicans

(%) of BSI Organism Tested Isolate

Coagulase-negative staphylococci 31.1 Staphylococcus epidermidis  
(S. epidermidis)

ATCC 12228

Staphylococcus aureus  
(S. aureus)

20.2 S. aureus and Methicillin-resistant  
S. aureus (MRSA) 

ATCC 33591, ATCC 6538

Enterococcus species 9.4 Vancomycin-resistant enterococci 
(VRE)

ATCC 51575

Candida species 9.0 Candida albicans (C. albicans) ATCC 10231

Escherichia coli (E. coli) 5.6 E. coli ATCC 8739

Klebsiella species 4.8 Klebsiella pneumoniae  
(K. pneumoniae) and Carbapenem-
resistant K. pneumoniae (CRE)

ATCC 4352,  
ATCC BAA-1705 and  
ATCC BAA-1706

Pseudomonas aeruginosa (P. aeruginosa) 4.3 P. aeruginosa ATCC 9027

FIGURE II

TABLE I

ANTIMICROBIAL EFFICACY OF BENEHOLD™ CHG IV DRESSING

PERCENTAGE OF MOST COMMON PATHOGENS ISOLATED FROM MONOMICROBIAL  
NOSOCOMIAL BLOODSTREAM INFECTIONS (BSI)
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Note: An asterisk (*) above the data column means that fewer than 10 cfu were recovered from the test article, which is the lower limit of the test method’s reliable detection 
capability. We can be certain the log reduction is at least as high as indicated. The test reports listed these results as, for example, “> 5.00” log reduction.

Log reduction of CRE after one day, three days, five days and seven days. Results based on one batch; 
tests performed in triplicate by an independent laboratory.

Barrier Function: Bacterial Barrier1

Introduction  The objective of this test was to assess the bacterial barrier properties of the 
BeneHold™ CHG IV Dressing over seven days.

Method  Placebos of BeneHold™ CHG IV Dressing were placed on top of purple agar 0.5% 
supplemented dextrose plates, the adhesive side being placed on the agar. A solution containing 
106 cfu/mL was then placed on top of the film. After seven days the inoculum was removed from 
the film and the agar was inspected for signs of bacterial growth, evidenced by a color change in the 
agar from purple to yellow. The test was performed with P. aeruginosa (ATCC 9027), MRSA (ATCC 
33591), S. epidermidis (ATCC 12228), K. pneumoniae (ATCC 4352) and VRE (ATCC 51575). For each 
microorganism, ten replicates were challenged.

Results  All purple agar 0.5% supplemented dextrose plates remained purple, indicating that none of 
the microorganisms tested passed through the film.

Conclusion  BeneHold™ CHG IV Dressing provides barrier properties against bacteria.

FIGURE III

PERCENTAGE OF MOST COMMON PATHOGENS ISOLATED FROM MONOMICROBIAL  
NOSOCOMIAL BLOODSTREAM INFECTIONS (BSI)

LOG REDUCTION OF CRE
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Viral Barrier1

Introduction  The objective of this test was to assess the ability of the BeneHold™ CHG IV Dressing 
to act as a barrier to viruses.

Method  Viral barrier testing was conducted according to ASTM standard F1671. A sterile placebo 
was exposed to a solution of Bacteriophage Phi-X174 (one of the smallest known viruses – diameter 
27 nm)4 on the film side of the dressing. A pressure cycle of 5 minutes at 0 psig, 1 minute at 2 psig 
and 54 minutes at 0 psig was applied. At the end of the test, the adhesive side of the dressing was 
tested for presence of bacteriophage. A total of 32 replicates were tested.

Results  There were no detectable quantities of bacteriophage virus collected on the adhesive side of 
the placebo for any of the 32 replicates tested.

Conclusion  BeneHold™ CHG IV Dressing was found to present a barrier to viruses larger than 27 nm.

Fluid Management & Adhesion:  
Unique Moisture Management1 
Introduction  Moisture management is an important feature of dressings. The mechanism 
comprises two elements: 

•  Absorption of moisture by the dressing (static absorption)

•   Transportation of moisture through the film to the external environment (moisture vapor 
transmission rate, or MVTR)

The sum of the MVTR and static absorption is the fluid handling capacity, which represents the 
moisture management capability of a dressing.

Method  The fluid handling capacity test was performed following the standard BS EN 13726-
1:2002. Test articles are placed onto Paddington cups filled with 20 mL of a 0.9% saline solution 
and then left in an oven at 37˚C for 24 hours. The MVTR and static absorption were calculated by 
gravimetric method. 

Results  BeneHold™ CHG IV Dressing was found to manage comparable amounts of fluid when 
compared to the 0.6 mm hydrocolloid control test article (Convatec, DuoDERM® Extra Thin Ref. 
187954). Just like traditional transparent film dressings, the dressing has a high MVTR, but it also has 
the added capability of absorbing fluids (Figure IV). 

Conclusion  The dressing manages amounts of fluid comparable to commercial hydrocolloids.  
The dressing is capable of retaining up to 2 mL of fluid in the adhesive and can manage an additional 
2 mL of fluid per day by allowing moisture to evaporate through the film. Upon fluid absorption, 
BeneHold™ CHG IV Dressing remains transparent.
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Secure Adhesion1

Introduction  Dressings are routinely used to cover catheter sites. Disruption of catheter dressings 
has been identified in literature as an important risk factor for catheter-related infections.5 Proper 
adhesion of IV dressings is fundamental to maintain catheters in place and to reduce as much 
catheter disruption as possible.

Method  A within-subjects study involving healthy human volunteers compared the adhesive 
performance of BeneHold™ CHG IV Dressing  against 3M®’s Tegaderm® CHG (Ref. 1660). Twenty 
panelists wore the dressings simultaneously: one on each of the volar forearms for a period of up 
to seven days. Mock intravenous cathethers were placed underneath each dressing, assembled by 
trimming the catheter tubing down to a few millimeters’ length and attaching an extension set to 
the hub. During the wear time, subjects were allowed to go about the activities of normal, daily life. 
Before applying each dressing, the skin was prepared with a 70% isopropanol wipe. The dressings 
were assessed daily and the percentage area of adhesive lift was recorded at each observation. If a 
dressing became detached from the skin, the date/time and circumstances of removal were logged, 
as well.  At the end of the seven-day period, the remaining dressings were removed and the study 
was concluded.   

Results  BeneHold™ CHG IV Dressing was found to have comparable adhesive performance to  
3M® Tegaderm® CHG. On average, both dressings remained more than 80% adhered to the subjects’ 
skin throughout all seven days of wear time. The BeneHold™ CHG IV Dressing remained adhered to 
the arms of all twenty subjects and none of the mock catheters were dislodged. By comparison, one 
subject’s catheter became disloged from underneath a Tegaderm® CHG dressing. There were no 
adverse events reported for either dressing.

Conclusion In a seven-day healthy volunteer study where the dressings were used to secure 
mock catheters to the subjects’ arms, BeneHold™ CHG IV Dressing adhered as well as Tegaderm® 
CHG (Ref. 1660), remaining more than 80% adhered throughout the wear time with no catheter 
dislodgement. 

 Moisture Vapor Transmittance

 Static Absorption
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FLUID HANDLING CAPACITY MEASURED FOLLOWING THE STANDARD BS EN 13726-1:2002.
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Percentage of BeneHold™ CHG IV Dressings adhered as assessed daily throughout seven days of wear time using Tegaderm® CHG as a 
reference.

Safety Profile: Cytotoxicity Test1

Introduction  Most dressings containing an antimicrobial have the beneficial effect of reducing 
skin microflora. The ideal dressing design incorporates the minimum amount of antimicrobial agent to 
be effective. As the content increases, so does the risk of adverse side effects they may cause. The 
primary objective of this study was to evaluate the biocompatibility of BeneHold™ CHG IV Dressing in 
relation to other CHG-containing products. 

Method  The study was performed following the BS EN ISO 10993-5:2009 standard for in vitro 
cytotoxicity testing (agarose overlay method). BeneHold™ CHG IV Dressing as well as two commercial 
CHG-containing IV dressings, Tegaderm® CHG and BioPatch®, were included in the test. BeneHold™ 
CHG IV Dressing was further subjected to skin irritation and sensitization testing according to the 
standard BS EN ISO 10993-10:2013.

FIGURE V
®
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Results  BeneHold™ CHG IV Dressing was found to be non-cytotoxic (Figure VII), while Tegaderm® 
CHG and BioPatch® generated significant cytotoxicity (grade 3). This result may be due to its 
comparatively lower CHG content per unit area (Figure VI). BeneHold™ CHG IV Dressing was  
found to be non-irritating and nonsensitizing as well (Table II).

Conclusion  BeneHold™ CHG IV Dressing, while demonstrating solid in vitro antimicrobial efficacy, 
was found to be non-cytotoxic, non-irritating and non-sensitizing in contact with skin.

FIGURE VI

FIGURE VII

TABLE II

CHG CONCENTRATION IN TEST ARTICLE

CYTOTOXICITY REACTIVITY GRADE1
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Irritation Study on Healthy Human Skin1

Objective  The objective of this study was to assess the propensity of BeneHold™ CHG IV Dressing  
to irritate the skin, both alone and in combination with a CHG-containing skin preparation.

Synopsis  BeneHold™ CHG IV Dressings were applied to healthy human volunteers’ upper 
backs either directly, without using any antiseptic skin preparation or after preparing the skin with 
ChloraPrep™. Subjects returned to the laboratory after one, four and seven days of wear, and at each 
time point a group of dressings was removed. The skin underneath each dressing was then graded 
using the Berger-Bowman scale6 for skin irritation. 

Results  Between 20 and 22 valid measurements were obtained for each skin prep condition at 
each point in time. None of the scores was greater than 1 on the Berger-Bowman scale6 (“minimal 
erythema, barely perceptible”).

Conclusion  BeneHold™ CHG IV Dressing was found to be non-irritating to healthy human skin. 
Even when it was used in conjunction with ChloraPrep™ or when it was worn for as long as seven 
days, the adhesive did not potentiate skin irritation.

Example of dressing removal
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Precautions
BeneHold™ CHG IV Dressing should not be placed over infected wounds. This device is not intended to treat catheter-

related bloodstream infections (CRBSIs) or other percutaneous device-related infections. This device has not been studied 

in a randomized clinical study to determine its effectiveness in preventing such infections. Active bleeding at insertion 

sites should be stabilized before applying BeneHold™ CHG IV Dressing. Do not stretch BeneHold™ CHG IV Dressing before 

applying it to the skin. Dressings applied under tension can cause trauma to the skin. To ensure good adhesion and help 

prevent skin irritation, remove detergent residues and allow all skin preparations and protectants to dry completely before 

applying BeneHold™ CHG IV Dressing to the skin.

Caution
Federal (USA) law restricts this device to sale by or on the order of a licensed healthcare practitioner. For proper use, 

clinicians should be trained in the use of this device. Store in cool, dry place. Keep away from direct sunlight. Do not store 

above 25°C/77°F. Do not use if packaging is damaged. Do not resterilize.

Warnings
Do not use BeneHold™ CHG IV Dressing on premature infants or infants younger than two months of age. Use of this 

product on premature infants may result in hypersensitivity reactions or necrosis of the skin. For external use only. Do not 

allow contact of this device with ears, eyes, mouth or mucous membranes. Do not use the BeneHold™ CHG IV Dressing on 

patients with a known hypersensitivity to chlorhexidine gluconate. Adverse reactions such as irritations, sensitization and 

generalized allergic reactions have been reported with the use of chlorhexidine gluconate.

If allergic reactions occur, discontinue use of the BeneHold™ CHG IV Dressing immediately and, if severe, contact a 

physician. Stop using the BeneHold™ CHG IV Dressing if the patient experiences symptoms such as: wheezing or difficulty 

breathing, swelling face, hives that can quickly progress to more serious symptoms, severe rash or shock (which is a life-

threatening condition that occurs when the body is not getting enough blood flow). These symptoms are associated with 

an allergic reaction to CHG.

Patients must be questioned about any prior allergic reactions to a medical device containing chlorhexidine gluconate. 

Alternatives must be considered under such circumstances. 

Literature searches found hypersensitivity reactions associated with the topical use of chlorhexidine gluconate have been 

reported in several countries. Caution should be used when using chlorhexidine-containing preparations, and the patient 

should be observed for the possibility of hypersensitivity reactions.

Do not use on immune-compromised patients or patients with underlying skin pathology which compromises the epidermal 

barrier. Use of this product may result in erosive contact dermatitis. Intended for single patient use only.

Do not reuse. As with all adhesive-based products, adhesive effectiveness and functionality can decline after the first use 

and the product will not perform as specified. Reuse may lead to infection or other illness or injury.
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